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NATIONAL FOREWORD 

This Indian Standard (Part 6/Sec 20) which is identical with ISO 4589-3 : 1996 'Plastics — 
Determination of burning behaviour by oxygen index — Part 3 : Elevated-temperature test' issued 
by the International Organization for Standardization (ISO) was adopted by the Bureau of Indian 
Standards on the recommendation of the Methods of Test for Plastics Sectional Committee and 
approval of the Petroleum, Coal and Related Products Division Council. 

The text of ISO standard has been approved as suitable for publication as Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to the following International Standard for which Indian 
Standard also exists. The corresponding Indian Standard which is to be substituted in its place is 
given below along with its degree of equivalence for the edition indicated: 

International Standard Corresponding Indian Standard Degree of Equivalence 

ISO 4589-2 : 1996 Plastics — IS 13360 (Part 6/Sec 19) : 2001 Plastics Identical 

Determination of burning behaviour — Methods of testing: Part 6 Thermal 
by oxygen index — Part 2 : properties. Section 19 Flammability by 

Ambient-temperature test oxygen index — Ambient-temperature 

test 

In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules 
for rounding off numerical values {revised)'. 
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Indian Standard 
PLASTICS — METHODS OF TESTING 

PART 6 THERMAL PROPERTIES 

Section 20 Flammability by Oxygen Index — 

Elevated Temperature Test 



1 Scope 

This part of ISO 4589 specifies methods for deter- 
mining the minimum concentration of oxygen, in a 
mixture with nitrogen, that will support combustion 
of small vertical test specimens under specified test 
conditions over a range of temperatures typically be- 
tween 25 °C and 150 "C. The results are defined as 
oxygen index values at the test temperature, which is 
typical of the practical temperature that a plastic ma- 
terial may experience in an overheated service situ- 
ation. 

Methods are provided for testing materials that are 
self-supporting at the test temperature in the form of 
vertical bars or sheet up to 10,5 mm thick. These 
methods are suitable for solid, laminated or cellular 
materials characterized by an apparent density greater 
than 100 kg/m^. The methods may also be applicable 
to some cellular materials having an apparent density 
of less than lOOkg/m'^. A method is provided for 
testing flexible sheet or film materials while supported 
vertically. 

This part of ISO 4589 also includes a method (see 
annex A) for determining the temperature at which 
the oxygen index of small vertical test specimens in 
air is 20,9 under specified test conditions. The result 
is defined as the flammability temperature (FT) and 
the method is limited to the determination of results 
less than 400 °C. The method is not applicable to 
materials having an oxygen index of < 20,9 when 
measured at 23 °C. 

Results obtained in accordance with this part of 
ISO 4589 should not be used to describe or appraise 



the fire hazard presented by a particular material or 
shape under actual fire conditions, unless used as one 
element of a fire risk assessment which takes into 
account all of the factors which are pertinent to the 
assessment of the fire hazard of a particular applica- 
tion for the material. 

NOTES 

1 It may not be possible to app!y these methods satisfac- 
torily to materials that exhibit high levels of shrinkage when 
heated, e.g. highly oriented thin film. 

2 For assessing the flame propagation properties of cellu- 
lar materials of density < 100 kg/m^, attention is drawn to 
the method of ISO 3582:1978, Cellular plastic and cellular 
rubber materials — Laboratory assessmer^t of horizontal 
burning characteristics of small specimens subjected to a 
small flame. 



2 Normative reference 

The following standard contains provisions which, 
through reference in this text, constitute provisions 
of this part of ISO 4589. At the time of publication, the 
edition indicated was valid. All standards are subject 
to revision, and parties to agreements based on this 
part of ISO 4589 are encouraged to investigate the 
possibility of applying the most recent edition of the 
standard indicated betow. Members of lEC and ISO 
maintain registers of currently valid International 
Standards. 

ISO 4589-2:1996, Plastics — Determination of burn- 
ing behaviour by oxygen index — Part 2: Annbient- 
temperature test. 
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3 Definitions 

For the purposes of this part of ISO 4589, the follow- 
ing definitions apply. 

3.1 flammability temperature (FT): The tempera- 
ture at which combustion of a material is just sup- 
ported in air under specified test conditions. 

3.2 oxygen index at elevated temperature: The 

minimum concentration of oxygen, by volume per- 
centage, in a mixture of oxygen and nitrogen, intro- 
duced at an agreed test temperature of greater than 
25 °C, that will just support combustion of a material 
under specified test conditions. 

3.3 ignition: The initiation of flaming combustion. 

4 Principle 

A small test specimen is supported vertically in a 
mixture of oxygen and nitrogen flowing upwards 
through a transparent heated chimney. The upper end 
of the specimen is ignited and the subsequent burn- 
ing behaviour of the specimen is observed to compare 
the period for which burning continues, or the length 
of specimen burnt, with specified limits for such 
burning. By testing a series of specimens in different 
oxygen concentrations, the minimum oxygen con- 
centration is estimated. 



5 Apparatus 

5.1 Arrangement. The apparatus specified in 5.2 to 
5.5 shall be arranged as indicated by the diagrams in 
figures 1 to 4, as appropriate. 

5.2 Test chimney, consisting of two concentric 
heat-resistant glass tubes supported vertically be- 
tween an insulating top plate and a base through 
which oxygen-containing gas mixtures can be intro- 
duced. The chimney is provided with a heating ele- 
ment suitable for use, in conjunction with a preheater 
for heating the incoming gas mixture, to maintain the 
test atmosphere within the inner tube in the vicinity 
of the test specimen at within + 2 °C of any specific 
test temperature up to and including 125 "C and at 
within + 3 °C of any higher test temperature at which 
the equipment is intended to be used. The heating 
element shall not impede adequate observation of a 
test specimen under test. 

The preferred dimensions of the inner tube are 
450 mm minimum height and 75 mm minimum- 
diameter cylindrical bore. The upper outlet should 
preferably be restricted as necessary by an overhead 



cap having an outlet small enough to produce an ex- 
haust velocity of at least 90 mm/s from a flow rate 
within the chimney of 40 mm/s (see note 3). The 
height of the outer tube should be similar to that of 
the inner tube and the radial clearance between the 
inner and outer tubes should be between 5 mm and 
10 mm. Chimneys of other dimensions, with or with- 
out restricted outlets, may be used, if shown to give 
equivalent results. 

The bottom of the chimney, or the base upon which 
the chimney is supported, shall incorporate a means 
for distributing evenly the gas mixture entering the 
inner tube. A satisfactory means comprises beads of 
diameter between 3 mm and 5 mm, in a layer be- 
tween 80 mm and 100 mm deep. Other devices, 
such as radial manifolds, may be used, if shown to 
give equivalent results. 

A porous screen may be mounted below the level of 
the test piece holder, to prevent falling combustion 
debris from fouling the gas entry and distribution 
paths. 

The chimney support may incorporate a levelling de- 
vice and indicator, to facilitate vertical alignment of the 
chimney and a test piece supported therein. A dark 
background may be provided, to facilitate observation 
of flames within the chimney. 

NOTE 3 For inner tubes of diameter 75 mm to 100 mm, 
a cap converging to an outlet of diameter 40 mm at a level 
at least 10 mm above the top of the cylindrical chimney has 
been found satisfactory. For such tubes also, an electrical- 
resistance heating element dissipating up to about 
1 000 W and helically wound about the outer surface of the 
tube with a graded distribution of winding pitch (the 
windings being closer together at the top) has been found 
suitable in conjunction with a preheater comprising a cylin- 
drical ceramic body with longitudinal holes and containing a 
heating element dissipating up to about 1 000 W with 
regulating controls which can be operated separately from 
those of the heater windings on the chimney tube. 

5.3 Test specimen holder, suitable for supporting 
a specimen vertically in the centre of the chimney, 
conforming to 5.2 of ISO 4589-2. 

The holder may have a complementary tool of any 
suitable shape (see figure 6) for moving a specimen 
or loaded specimen holder into or out of the test 
chimney. 

5.4 Gas supplies, conforming to 5.3 of ISO 4589-2. 

NOTES 

4 Because damage may occur to the chimney heater and 
preheater if energized while no gas flows through them, it 
is recommended that a gas-flow or pressure-sensing device 
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is incorporated in the gas supply lines and is coupled to the 
heater power-control circuits. 

5 To economize purified oxygen and nitrogen, it is rec- 
ommended that an air pump is provided to supply air in- 
stead of oxygen and/or nitrogen, at the appropriate flow 
rate, during periods when specimens are not being tested. 

5.5 Gas measurement and control devices, suit- 
able for nneasuring the concentration of oxygen in the 
gas mixture entering the chimney with an accuracy 
of + 0,5 % (V7V) of the mixture and for adjusting the 
concentration with a precision of + 0,1 % (V/V) of the 
mixture. 

Means shall be provided for checking or ensuring that 
the temperature of the gas mixture in the chimney is 
in accordance with 5.2. If this involves an internal 
probe, its position and profile shall be designed to 
minimize induction of turbulence within the chimney. 

NOTE 6 Systems of measurement and control that have 
proved satisfactory are listed in 5.4 of ISO 4589-2. 

5.6 Flame igniter, conforming to 5.5 of ISO 4589-2. 

5.7 Timing device, capable of measuring periods 
up to 5 min with an accuracy of ± 0,5 s. 

5.8 Fume extraction system, conforming to 5,7 of 
ISO 4589-2. 



6 Calibration and maintenance of 
equipment 

Calibrate and maintain the equipment periodically in 
accordance with the instructions given in annex A of 
ISO 4589-2 so that the maximum interval between 
recalibration and use conforms to the periods stated 
in table 1 of ISO 4589-2. 

7 Preparation of test specimens 

7.1 Sampling 

Sampling shall be in accordance with 7.1 of 
ISO 4589-2. 

For the flammability temperature procedure (see an- 
nex A), at least 10 test specimens shall be provided. 
If a test specimen is not self-supporting at the tem- 
perature of the test, it shall be provided with external 
support by the use of 0,55 mm ± 0,05 mm diameter 
nickel-chromium alloy wire with a maximum working 
temperature of 1 100 °C and secured by ties of copper 
wire of 0,20 mm + 0,02 mm diameter. These shall 



be positioned as shown in figure 7. See annex B for 
round-robin analysis of test specimen holder. 

7.2 Test specimen dimensions and 
preparation 

Test specimen dimensions shall conform to and 
specimen preparation shall be in accordance with 7.2 
of ISO 4589-2. 

7.3 Marking of test pieces 

Marking of the test specimens shall be in accordance 
th 7.3 of ISO 4589-2. 



with 7.3 of ISO 4589-2. 



7.4 Conditioning 

Conditioning shall be in accordance with 7.4 of 
ISO 4589-2. 



8 Procedure 

8.1 Setting up the apparatus and test 
specimen 

8.1.1 Position a temperature sensor in the position 
to be occupied by the top of a test specimen. 

Adjust the electrical power to the chimney heater and 
preheater to give the test temperature, with the gas 
controls set to give a gas velocity through the 
chimney of 40 mm/s + 0,8 mm/s at 23 °C. 

8.1.2 Select an initial concentration of oxygen to be 
used. When possible, base this on experience of re- 
sults for similar materials. Alternatively, try to ignite a 
test specimen in air at the test temperature, and note 
the burning behaviour. If the specimen burns rapidly,- 
select an initial concentration of about 18 % (V/V) of 
oxygen; if the test specimen burns gently or un- 
steadily, select an initial oxygen concentration of 
about 21 % (vyv); if the specimen does not continue 
to burn in air, select an initial concentration of at least 
25 % (VW), depending upon the difficulty of ignition 
or the period of burning before extinguishing in air. 

8.1.3 When the temperature in the test chimney is 
stable and in accordance with the limits given in 5.2, 
mount a specimen in the centre of the chimney so 
that the. top of the specimen is at least 100, mm be- 
low the open top of the chimney and the lowest ex- 
posed part of the specimen is at least 100 mm above 
the top of the gas distribution device at the base of 
the chimney. 
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8.1.4 Preheat the specimen for 240 s + 10 s for it 

to reach a temperature within the applicable test 
temperature tolerance before ignition. 



the oxygen concentration measurements in accord- 
ance with 9.3 of ISO 4589-2. 



8.1.5 Set the gas mixing and flow controls so that 
an oxygen/nitrogen mixture at 23 °C, containing the 
desired concentration of oxygen, flows through the 
chimney at 40 mm/s ± 0,8 mm/s. Let the gas flow 
purge the chimney for at least 30 s prior to ignition 
of each specimen, and maintain the flow without 
change during ignition and combustion of each speci- 
men, 

Record the oxygen concentration used as the volume 
per cent calculated in accordance with the equations 
given in annex B of ISO 4589-2. 

8.2 Igniting the test specimen 

Ignite the specimen in accordance with 8,2 of 
ISO 4589-2, using procedure A or procedure B. 



10 Procedure C — Comparison with a 
specified minimum value of the oxygen 
index at a specified temperature (short 
procedure) 

Carry out the procedure in accordance with clause 10 
of ISO 4589-2. 



1 1 Precision 

No precision data for these methods of test are cur- 
rently available. Interlaboratory trials data are being 
obtained and it is intended that a precision statement 
be added at the first revision following their collation. 



8.3 Assessing burning behaviour 

The burning behaviour of individual test specimens 
shall be assessed in accordance with 8.3. of 
ISO 4589-2. 



8.4 Selecting successive oxygen 
concentrations 

The oxygen concentration required for the purpose of 

8.4 to 8.6 shall be calculated in accordance with 
annex B of ISO 4589-2. 

Select successive oxygen concentrations in accord- 
ance with 8.4 of ISO 4589-2. 

8.5 Determining the preliminary oxygen 
concentration 

Determine the preliminary oxygen concentration in 
accordance with 8.5 of ISO 4589-2. 



8.6 Oxygen concentration changes 

Make oxygen concentratiori changes in accordance 
with 8.6 of ISO 4589-2. 



9 Calculations and expression of results 

Calculate the oxygen index in accordance with 9.1 of 
ISO 4589-2 and determine k in accordance with 9.2 
of ISO 4589-2. Determine the standard deviation of 



12 Test report 

The test report shall include the following information: 

a) a reference to this part of ISO 4589; 

b) a statement that the test results relate only to the 
behaviour of the test specimens under the con- 
ditions of this test and that these results are not 
to be used to infer the fire hazards of the material 
in other forms or under other fire conditions; 

c) all details necessary for identification of the ma- 
terial tested, including, where relevant, the type 
of material, its density, its previous history and the 
specimen orientation with respect to any an- 
isotropy in the material or sample; 

d> the test specimen form (I to VI) and dimensions; 

e) the method of specimen support, e.g. self- 
supporting or nickel-chromium alloy wire; 

f) the ignition procedure used (A or B), and the 
igniter used, if other than the standard propane 
flame; 

g) the oxygen index; 

h) the test temperature; 

i) the estimated standard deviation and the oxygen 
concentration increment used, if other than 
0,2 % (V/V); 
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j) a description of any relevant ancillary character- 
istics or behaviour such as charring, dripping, se- 
vere shrinkage, erratic burning or afterglow; 



k) any deviations from the requirements of this part 
of ISO 4589. 
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Figure 1 - Diagram of typical apparatus for determination of oxygen index at elevated temperature 
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1,5 mm diameter mineral-insulated 
control ttiermocoupLe for column tieater 



Nickel-chromium alloy wire 
wound to form column fieater 



Glass test column 



Outer glass column 



Tie rod 



Top end-plate 



Nicl<el-ctiromium alloy wire 
wound to form column tieater 



Bottom end-plate 




3 mm diameter mineral- 
insulated ctiromel-alumel 
thermocouple clad in 
stainless steel 



Tie rod 



Column heater power cable 



Figure 2 — Diagram of typical heated chimney 
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Fixing nuts for fastening 
preheater base to bottom 
encf-plate of test chimney 



Air inlet pipe 




Pressure warning 
switch assembly 



Preheater power plug 
Thermocouple plug 



Spigot for mounting 
specimen holder 



0,5 mm diameter" mineral- 
insulated thermocouple 
for heater 



Base of preheater 



Metal base cylinder 




Removable gauze 



Preheater assembly 



0-rlng 



Figure 3 — Diagram of typical form of preheater and base of assembly for test chimney 
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Dimensions in millinnetres 




NOTE — "X" indicates need for clearance to accommodate differential tfiermal expansion. 

Figure 4 — Diagram of typical chimney outlet restrictor 
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Dimensipns in millimetres with tolerances of 

± 0,25 mm 
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NOTE - Frame sections shall hold the test specimen securely along both upright edges between forks made of stainless steel. 
Figure 5 — Design of support frame for non-self-supporting test specimens 
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Removable specimen holder 



Transfer device 



For detail of a test specimen 
support see figure 7 




Specimen-mounting post* fixed 
to preheater assembly 



&. 



Figure 6 — Diagram of typical specimen-holder transfer tool 
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Vertical nickel-chromium 
alloy wires, <t> 0,55 mm ±0,05 mm 



External copper tie 
wires, * 0,2 mm i0.02 mm 



IS 13360 ( Part 6/Sec 20 ) : 2001 
ISO 4589-3 :1996 



Dimensions in millimetres 




A tie wire between the central vertical 
wires is optional at the lower end of 
the support 



NOTE — This drawing is not intended to govern design except as regards the dinnensions shown. 

Figure 7 — Details of test specimen support 
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Annex A 

(normative) 

Measurement of flammability temperature (FT) 



A.I Maintain the roonn or enclosure used for the 
test at ambient conditions of 23 °C ± 2 °C and 
{50 + 5) % r.h., unless each test specinnen is condi- 
tioned in accordance with 7.4 until imnnediately prior 
to use, in which case ambient humidity control to 
(50 + 5) % r.h. is optional. 

A.2 Set the flow controls so that air is flowing 
through the chimney at a velocity of 40 mm/s ± 
0,8 mm/s when measured at 23 °C + 2 °C (see 
8.1.5). Carry out the remainder of the test procedure 
using this setting. 

NOTE 7 The gas velocity or flow rate F at 23 "C + 2 °C 
may be estimated, in millimetres per second, from the fol- 
lowing equation: 



F= 1,27 



10" 



where 



is the total gas flow rate through the chimney, 
in litres per second; 

is the internal diameter of the chimney, in 
millimetres. 



A.3 Allow the gas mixture to flow for at .least 30 s 
to purge the system. 

A.4 Set the column temperature at a desired value 
using the column and preheater controls (see note 8). 
Using the thermocouple, adjust the controls to obtain 
a temperature gradient of less than 5 °C between the 
position of the top of the test specimen and 50 mm 
below this position. Resite the thermocouple 25 mm 
below the top of the test specimen. Allow the tem- 
perature to stabilize. 

NOTES 

8 The adjustment of these independent controls should 
be such that the preheater raises the incoming air tem- 
perature at the base of the column to approximately that of 
the column itself. The use of widely differing settings be- 



tween preheater and column temperatures can contribute 
to variation in the FT value obtained. 

9 It may be helpful to perform preliminary tests during 
which the temperature is varied to establish an approximate 
value for the FT, Results of such tests should not be in- 
cluded in the estimation of the FT. 

A.5 Using a test specimen holder preheated to the 
column temperature, insert a test specimen in the 
test specimen holder and place this in the chimney 
using the transfer tool. With the thermocouple pos- 
itioned so that it is immediately adjacent to, but not 
touching, the test specimen, as shown in figure 1, 
leave the apparatus for 240 s ± 10 s to permit tem- 
perature stabilization, and then record the indicated 
air temperature. 

A.6 If the recorded air temperature after stabil- 
ization is greater than 10 °C different from the tem- 
perature set in A.4, repeat the procedures of A.4 and 
A.5 (see notes 10 and 11). If otherwise, move the 
thermocouple away from the specimen and proceed 
immediately in accordance with A.7. 

NOTES 

10 It may be helpful also to preheat the transfer tool if an 
excessive temperature difference is induced by a chilling 
effect from that tool. 

1 1 Use of periods other than 240 s + 1 s between intro- 
duction of the test specimen and the initial application of the 
igniter in accordance with A.7 may lead to non-comparable 
results when testing materials for which the FT is sensitive 
to the period of exposure to elevated temperature. 

A.7 Apply the ignition source so that approximately 
6 mm of the flame impinges on the top of the test 
specimen. As the test specimen bums, lower the ig- 
nition source to maintain the flame impingement of 
approximately 6 mm. Apply the flame for 15 s + 1 s 
to ignite the test specimen. Upon removal of the ig- 
nition flame, start the timer. 

A.8 Do not adjust any of the controls after ignition 
of the test specimen. 
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A.9 Observe the burning behaviour of the test 
specimen. Record whether the flame is extinguished 
before either of the relevant criteria from table 3 of 
ISO 4589-2 is satisfied, i.e. the minimum penod of 
burning is exceeded or the minimum length of the 
test specimen is burnt. Alternatively, when either of 
the criteria is exceeded, snuff out the flame and re- 
cord the response of the test specimen. 



A.10 

debris. 



Remove the used test specimen and any 



A.11 Depending upon the behaviour of preceding 
test specimens, select the temperature for the fol- 
lowing burn, Reduce the temperature if the burning 
of the test specimen exceeded either the period or 
the length specified (see table 3 of ISO 4589-2) or in- 
crease the temperature if neither criterion was ex- 
ceeded. 



A.12 Continue repeating the procedure from A.3 to 
A.1 1 inclusive until the FT is established, to within an 
increment of 5 °C, as the lowest column temperature, 
as recorded in A.5, at which the test specimen ex- 
ceeds at least one of the test criteria. 

NOTE 12 Increments of > 5 °C may be used to establish 
an approxinnate value of FT. 

A.13 Determine at least three values for the FT of 
the material by carrying out the procedure from A.3 
to A.12 inclusive at least three times. 

A. 14 Calculate and record the FT of the material 
as the mean value of the three or more values deter- 
mined in accordance with A.13. Express it as the 
mean value when rounded to the nearest 1 °C, with 
an exactly intermediate result being rounded down- 
wards. 
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Annex B 

(informative) 

Interlaboratory test data on flammability temperature 



B.I A round-robin correlation exercise was con- 
ducted in the UK in 1986 to assess the effect of dif- 
ferent types of specinnen support. 

B.2 Eight laboratories participated in this exercise, 
using thermoplastic and cross-linked plastic speci- 
mens. Two specimen support holders were evalu- 
ated: one using silica rods and the other constructed 



of nichrome wire. A summary of the FT results are 
shown in table B.1. 

B.3 The type of specimen support was not found 
to affect the results significantly. Although silica rods 
had been in use by some laboratories for some time 
without problems, most laboratories reported diffi- 
culties with this type of support and expressed a 
preference for a nichrome wire support. 



Table B.I — Summary of round-robin results 



















All values in degrees Celsius 


Specimen support 


Test laboratory 


FT 


1 


2 


3 


4 


5 


6 


7 


8 


Average 


Thermoplastic material 




















Silica rods 


268 


266 


260 


270 


244 


253 


253 


249 


258 


Nichrome wire 


263 


276 


260 


260 


239 


260 


253 


248 


257 


Cross-linked material 




















Silica rods 


296 


274 


280 


270 


— 


273 


273 


280 


278 


Nichrome wire 


292 


262 


280 


270 


272 


275 


267 


260 


272 
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Annex C 

(informative) 

Typical test results sheet 

Test results sheet for oxygen index at elevated temperature, determined in accordance 

with ISO 4589-3 



Material; 

Specimen form: 

Ignition procedure: A B 

Conditioning procedure: 23 23/50 

Oxygen concentration increment id): 0,2 % (V7V) 

Temperature of gas mixture (°C): 



Oxygen index [concentration, % (VAO): 

[rounded to 0,1 % (VAOl 
a : 

Date of test: 
Laboratory No.: Test No.; 



Section 1: Determination of oxygen concentration for one pair of "X" and "O" responses 
at ^ 1 % (V/V) O2 concentration interval (in accordance with 8.5) 

Oxygen concentration, % (V7V) 
Burning period, s 
Length burnt, mm 
Response ("X" or "O") 

Oxygen concentration of the "0" response for the pair = % (VW) 

(this is the concentration to be used again for the first measurement in section 2 of this annex) 



Section 2: Determination of the oxygen index (in accordance with 8.6) 



Step size to be used for successive changes d in oxygen concentration 
[initially to be 0,2 % <V/VO, unless otherwise instructed] 



% (V/V) 



Oxygen concentration, % (V7V) 
Burning period, s 
Length burnt, mnri 
Response ("X" or "0") 



Nj series measurements 


Ni series measurements (8,6.1 and 8.6.2 of 
ISO 4589-2) 


(8.6.3 of ISO 4589-2) 


Cf 


































































































Column (2, 3, 4 or 5): 


Row(1 to 16): 


devalue from table C.I; 












Hence k = 



0\^c^ + kd = 



% (to one decimal place, for reporting 01) 

% (to two decimal places, for calculation of and verification of d as required in section 3) 
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Table C.I — Values of k for calculating the oxygen index concentration from determinations made by 

Dixon's 'up-and-down method" 



1 


2 


3 


4 


5 


6 


Responses for 

the last five 

measurements 


Values 

a) 


of k for which the i 

00 


first Ni determinatio 

000 


ns are 

0000 




xoooo 


-0,55 


-0,55 


-0,55 


-0,55 


OXXXX 


xooox 


- 1,25 


- 1,25 


- 1,25 


- 1,25 


OXXXO 


xooxo 


0,37 


0,38 


0,38 


0,38 


OXXOX 


xooxx 


- 0,17 


- 0,14 


- 0,14 


-0,14 


OXXOO 


xoxoo 


0,02 


0,04 


0,04 


0,04 


OXOXX 


xoxox 


-0,50 


- 0,46 


-0,45 


-0,45 


0X0X0 


xoxxo 


1,17 


1,24 


1,25 


1,25 


OXOOX 


xoxxx 


0,61 


0,73 


0,76 


0,76 


0X000 


xxooo 


- 0,30 


-0,27 


-0,26 


-0,26 


OOXXX 


xxoox 


-0,83 


-0.76 


-0,75 


-0,75 


OOXXO 


xxoxo 


0,83 


0,94 


0,95 


0,95 


ooxox 


xxoxx 


0,30 


0,46 


0,50 


0,50 


00X00 


xxxoo 


0,50 


0,65 


0.68 


0,68 


oooxx 


xxxox 


-0,04 


0,19 


0,24 


0,25 


000X0 


xxxxo 


1,60 


1,92 


2,00 


2,01 


oooox 


xxxxx 


0,89 


1,33 


1,47 


1,50 


ooooo 




Values of k for which the first N^ determinations are 

b) X XX XXX XXXX 

are as given in the above table opposite the appropriate response in column 6, 
but with the sign of * reversed, i.e. 01 = c, - fai (see 9.1 of ISO 4589-2). 


Responses for 
the last five 
measurements 
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Section 3: Verification of step size d % oxygen concentration 
(in accordance with 8.6.4 and 9.3 of ISO 4589-2) 



Last six 

results 


Oxygen concentration, % (V/V) | 


c,i> 


01 


C,--OI 


lc,-OI)2 


Cf 1 

2 

3 

4 

5 

n 6 


















































Total I (c, - 01)2 


1) Column C-, contains the oxygen concentrations used for the measurennents of cf and for 
each of the 5 preceding measurements, for n = 6. 



Estimation of standard deviation 

lV2 



a = 



la 
3 



I (c, - or 

n-1 



d = 



3(T 

2 



2a 3o- 

If — <£/< — 
3 2 

Otherwise 



or if 0,2 = ii> — , 01 is valid. 
2 



if — > d , repeat section 2 using a larger value for d; 



or 

if -— < d , repeat section 2 using a smaller value for d. 

Then again verify the step size, making further changes to the step size if necessary until one of the verification 
relationships is satisfied. 



Section 4: Ancillary information 

a) These test results relate only to the behaviour of the specimens under the conditions of this test. These 
results must not be used to infer the relative hazards presented by differing materials or shapes under these or 
other fire conditions. 

b) Special material history/characteristics, if applicable: 

c) Variations from standard procedure, if applicable: 

d) Description of observed burning behaviour: 

e) Results measured/reported by: 
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